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Abstract 


This paper describes a fabrication process for the hyperboloidal concave mirror of a 46.5nm telescope. The 
180 mm aperture hyperboloidal concave mirror and 70mm aperture compensator are machined directly from 
chemical mechanical polishing of a spherical surface to a high-accuracy aspherical surface by ion beam figuring. 
The aspherical measurement method is the Dall null test. To minimize system errors in the measurement process, 
the rotational measurement method with six rotations is used in the null test. The results of the analysis for the ME 
(first solve the machined surface profile, then solve the system errors) and EM (first solve the system errors, then 
solve the machined surface profile) methods of calculation in the measurement are given. The ME method is a 
more accurate rotational test method, and the six rotations are appropriate for rotational measurements. After the 
figuring process, the hyperboloidal concave mirror surface profile reached 8.27 nm rms and the compensator 
surface profile is approximately 4nm rms. The roughness of the hyperboloidal concave mirror is smooth to 
0.160 nm rms. 
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telescopes 


1. Introduction 


There have been some satellites equipped with extreme 
ultraviolet (EUV) telescopes—for example, SPICE (SPICE 
Consortium et al. 2020) and SDO-AIA (Cheimets et al. 2009; 
Lemen et al. 2011)—to perform various solar observations. 
However, there is no available equipment for probing the solar 
high transition region. Now, with the advance of EUV 
multilayers, it is possible to fabricate a 46.5 nm solar telescope 
to observe the solar high transition region with a bandwidth of 
less than 3 nm. A 46.5 nm telescope would be designed as a 
Ritchey—Chretien configuration with a field of view of 42’ and 
an imaging resolution of 6”. The primary mirror would be a 
hyperboloidal concave surface, with an aperture of 180 mm, a 
radius of 1164 mm, a conic coefficient of 1.40454, and a 
maximum asphericity of approximately 2 um. Because the 
optical resolution of the 46.5 nm telescope is mainly influenced 
by the accuracy of the surface profile of machined reflectors 
and the optical collection efficiency, its limits are mainly set by 
the surface reflectivity, which, in turn, can be seriously 
degraded by surface roughness. Thus, a hyperboloidal concave 
mirror with sub-nanometer roughness (Solak et al. 2001) 
(rms < 0.5nm) and a nanometer-level surface profile error 
(rms < 10nm) is a needed core optical element for an EUV 
telescope. 

Needing a super smooth aspheric characteristic, the hyper- 
boloidal concave mirror cannot be machined by classic optical 


fabrication methods. The computer controlled optical surfacing 
technology (Greenleaf 1980) is an optical fabrication method 
that can efficiently modify the surface profile (Jones et al. 
1990), including magnetorheological finishing (MRF) (Jacobs 
et al. 1995), bonnet polishing (BP) (Lee et al. 2010; Wang et al. 
2014), and ion beam figuring (IBF) (Allen & Keim 1989; 
Drueding et al. 1995). MRF and BP are contact figuring 
methods, often used to form aspherical surfaces quickly. 
However, these contact methods can introduce subsurface 
damage, and the residual polishing slurry may easily lead to 
more surface roughness (Du et al. 2021). IBF is a non-contact 
figuring technology, which can remove substrate material at the 
atomic level. IBF is performed under a vacuum without 
polishing contamination, and can achieve both superior surface 
profile accuracy and very low roughness (Chkhalo et al. 
2016, 2017). Thus, IBF is an attractive choice as a final step to 
finishing the super smooth surface figuring for the hyperboloi- 
dal concave mirror. For higher machined surface accuracy, 
surface profile measurements of the hyperboloidal concave 
mirror should be conducted often during iterative IBF. 
Aspherical surface interferometry has the advantages of high 
precision and efficiency, and includes null test and non-null test 
methods. Non-null test methods often require some complex 
correction methods to compensate for system errors, such as 
partial null test and sub-aperture stitching interferometry (Liang 
et al. 2022). Null test methods, such as Offner compensation 
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(Offner 1963) and Dall compensation (Malacara 2007), con- 
veniently correct the aspherical aberrations of the optical 
testing system using a compensation lens. The Dall compensa- 
tion has only one compensator, and the entire optical path is 
less than for the others. Thus, the Dall compensation method 
has the advantages of fewer lenses and shorter optical path, and 
could be adopted in our measurements. However, this common 
null test may not fully satisfy the measurement demand with 
sub-nanometer accuracy due to errors in the reference surface 
profile, compensator surface profile, and residuals. For higher 
measurement accuracy, the rotational method (Evans et al. 
1996; Freimann et al. 1999) can be used to reduce such an error 
in the interferometry. A combination of the null test and the 
rotational method is a good solution to balance efficiency and 
accuracy. In particular, the method of solving for the system 
errors in the machined surface, as well as the number of 
rotation times, also needs to be taken into consideration when 
solving for the machined surface profile by rotational 
measurement. In this work, a high precision hyperboloid 
concave mirror was fabricated by IBF and measured by the null 
compensation method. In Section 2, the direct figuring process 
of the hyperboloidal concave mirror from a spherical surface to 
an aspherical surface by IBF is described. In Section 3, a high- 
precision aspherical measurement method combining a rota- 
tional measurement and null compensation method is 
described. Also, the residual measurement errors of the two 
methods are analyzed with the goal of optimizing the 
fabrication flow. Section 4 deals with the efficient fabrication 
of the hyperboloid concave mirror using an optimized process 
and with the proposed subsequent measurement method. 


2. Direct Figuring Process for Ultra-smooth Aspheric 
Surfaces 


Because the surface roughness of a reflective mirror made of 
fused silica can be diminished using an ion beam etching 
process (Chkhalo et al. 2014; He et al. 2021) and because the 
fused silica has a low thermal expansion coefficient (Xie et al. 
2012), the hyperboloidal concave mirror substrate is made of 
fused silica. Specifically, this aspheric surface can be fabricated 
from the spherical surface directly based on IBF, and with an 
experimental etching depth of more than several hundred 
nanometers, it is possible to obtain an ultra-smooth surface 
efficiently (Barysheva et al. 2013; Chkhalo et al. 2016). Based 
on the null compensation method, this hyperboloidal concave 
mirror can be measured by a single lens null compensator. The 
single lens null compensator should therefore be fabricated 
first. Because the manufacturing accuracy of the null 
compensator can influence the aspherical surface directly, the 
single lens null compensator should also be machined by IBF. 
A flow chart of the direct figuring process is shown in Figure 1. 
The initial mirror surface is first machined by chemical 
mechanical polishing (CMP). The main purpose of CMP is 
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to obtain super smooth surface with sub-nanometer roughness 
(initial surface roughness is 0.799nm rms). Before the 
hyperboloidal concave mirror is fabricated, the null compen- 
sator is machined with nanometer surface accuracy. Thus, the 
spherical surface of the null compensator is machined to 
improve surface figure accuracy by iterative IBF. The null 
compensator is measured by rotational measurement to modify 
the machined surface profile. Then, the aspherical figuring is 
achieved by iterating several cycles to reach the null 
compensation measurement range. During the aspherical mirror 
measurement, the rotational measurement method combined 
with null compensation is applied. After the preliminary and 
precise iterative stages, the desired aspherical surface can be 
achieved. The surface roughness of the machined mirror is then 
scanned by atomic force microscopy (AFM) to compare the 
roughness before and after the IBF. 


3. IBF Figuring and Surface Profile Rotational 
Measurement 


The IBF was conducted using an ion beam device, SCIA 
trim200, with an radio frequency ion source (Ar), which 
contains XY axes for controlling the linear movement of the 
mounted mirror. The RF ion source is mounted on the Z-axis, 
and rotates through angle @ around the X-axis. The ion-beam 
source parameters can significantly affect the roughness 
(Chkhalo et al. 2014). The initial ion-beam source working 
parameters are listed in Table 1. The etching rate is 
approximately proportional to the beam voltage. The selected 
beam voltage is 1500 V, which balances machining efficiency 
and machined surface roughness. 


3.1. IBF Figuring and Calibration 


Considering possible large sag deviation of the hyperboloi- 
dal concave mirror from the center to the edge, the IBF 
footprint and the angle etching compensation need to be 
calibrated accurately. For each measurement, the surface profile 
is used to produce a simulation result of the removal, where the 
amount of material removed at each point is determined using 
the dwell time algorithm. The amount of material removed at a 
point Z(x, y) in IBF can be expressed as a convolution of the 
removal function G(x, y) and the dwell time f(x, y): 


Z(x, y) = G(x, y) @ t, y). (1) 


The surface shape profile can be measured before machining, 
and the dwell time at each point is determined directly by the 
removal function. To obtain the exact removal function G(x, y), 
the IBF removal function is obtained by a single-point etching 
experiment and a Gaussian fit is performed to initialize the 
etching rate, as shown in Figure 2(a). The calibration of the IBF 
rate proceeds as follows: 

A. A wedge etching experiment is used to calibrate the 
etching rate with a linear fitting. During the wedge etching 
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Figure 1. Flow chart for direct figuring of the aspherical surface. 


Table 1 
Ton-beam Source Parameters 

Parameters Value 
RF power 100 W 
Beam voltage 1500 V 
Accelerator voltage 150 V 
Emission current 20.0 mA 
Ton current 5.0 mA 
Ar gas inlet 1 sccm 


stage, the difference between the actual etching rate and the 
etching rate obtained by single point etching can cause a 
difference between the actual removal amount and the 
theoretically removal amount. As shown in Figure 2(b), 
through a linear fitting of the actual removal amount, the real 
etching rate can be obtained as the single point etching rate 
multiplied by the slope. 

B. An angle etching experiment is performed to compensate 
the etching rate error caused by the slope of the surface. A 


correction matrix can be obtained in this experiment, and can 
be used to correct the etching rate at different positions on the 
surface, as shown in Figure 2(c). 


3.2. Surface Figure Measurement and Analysis 


The Dall null test is an aspherical measurement method 
requiring a high-precision compensator. The compensator 
should therefore be machined and measured before the 
hyperboloidal mirror is fabricated. The Dall null test config- 
uration is shown in Figure 3, where the null test is conducted 
by a Zygo interferometer. The detailed design parameters of the 
null test are shown in Table 2. In our test optical path, we pre- 
manufactured the rod of a fixed length to calibrate the position 
of optical components in the test according to design. We 
measured the length of rod precisely using calipers, and the 
error is within 20 um. The distance deviation can be converted 
to the errors in radius R and conic coefficient K according to 
Figure 4(a), and it is a trivial value (not more than 0.002%). 
From Figures 4(b) and (c), we can know that the wave front 
change due to the distance deviation can be offset by optimized 
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Figure 2. (a) Single point etching result and fitting. (b) Wedge etching result and fitting. (c) Angled etching result, showing that the etching rate at 8° of inclined 


position is 1.167 times that at 0°. 
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Figure 3. Optical layout of Dall compensator. 


radius R and conic coefficient K. The distance deviation can 
ultimately be translated into an adjustment value for the 
spacing between the primary and secondary mirrors in the 
system. It can also be observed from the designed system 
(Figure 4(d)) to system with optimized coefficients 


(Figure 4(e)) that the spot diagram has not been significantly 
affected. 

When the profile error is larger than several hundred 
nanometers, the preliminary figuring stage can be performed 
without considering measurement system errors, including 
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Figure 4. (a) The percentage errors of radius R and conic coefficient K caused by the distance deviation; (b) The wave front function of the primary mirror in designed 
position is 0.0117 A (A = 632.8 nm) rms; (c) The wave front function of the primary mirror after optimized R = —1164.05212 and conic coefficient K = —1.40345 
(due to the distance deviation) is 0.0114 A (A = 632.8 nm) rms; (d) The spot diagram of the designed system; (e) The spot diagram of the system with optimized 
distance from primary mirror to secondary mirror. 
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mainly the reference surface profile error, the compensator 
surface profile error, and residual alignment errors. When the 
surface profile error is reduced to the nanometer level, the 
measurement system errors cannot be ignored. The measure- 
ment results include the surface profile error and the system 
errors, which can be analyzed by the reconstructed optical 
measurement model. The surface profile and position of these 
optical elements in the model need to be measured accurately. 
The reference spherical surface on the Zygo interferometry can 
be calibrated with a standard reflective mirror, and directly 
subtracted from the subsequent measurement result. Because it 
is difficult to measure the residual alignment errors of the null 
compensator during aspheric measurement, the measurement 
errors on the null compensator cannot be fully eliminated. 
When the surface profile reaches nanometer level, rotational 
measurement methods are performed at a precise iterative 
stage, as shown in Figure 5(b). The rotational measurement 
method can separate the machined surface profile from the 
measurement wave front by rotating and averaging these 
measurement results (Evans & Kestner 1996). The rotational 
measurement is a better method for reducing the system errors; 
it directly simplifies the decomposition of various types of 
errors. At this stage, the measurement wave front can be 
expressed by W= E + M, where E is the sum of the system 
errors and M is the machined surface profile. For any circular 
aperture, the wave front can be expressed by Zernike 
polynomials: 
W(r, 0) = Ñ> Ri (r) (af coskO + aj sin k0). (2) 
k,l 
Here RÉ (r) is the radial term, ak is the magnitude of the 
angular term, r is the normalized radius, 0 is the angular 
coordinate, k is the rotational order, and | is the radial order. 


After rotation of the angle ¢, the wave front can be expressed 
as 


Wr, 8 + p)= >> RE (rla (cos kð cosky — sin kð sin ky) 
kl 


+ ar“ (sin kð cosky + sin kọ cos k0)]. 
(3) 


¢ is the angular interval (equal to ik60°). The sums of these 
wavefronts are expressed as 


5 5 
S> Wi = 6EF + X` [MF cos(ik60°) + M7* sin(ik60°)] (4) 
i=0 i=0 


5 5 
SO W,* = 6, * + X` [M7* cos(ik60°) — Mf sin(ik60°)]. 
i=0 i=0 


(5) 


Here Wf and Ww are positive and negative rotational order 
terms of wave front polynomial after each rotation, respec- 
tively. The summed wave front contains an unrotated part (the 
sum of the system errors E“) and the rotated terms of a 
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Table 2 
Optical Layout Parameters of Dall Compensator 
Surface Thickness (mm) Radius (mm) Conic 
Focus 246.7082 te 0 
Cı 17 656 0 
Cr 769.33 —656 0 
H ve —1164 —1.40454 


machined surface part. For k = 0, Equations (4) and (5) can be 
written 

5 

S W? = 6E) + 6M? (6) 

i=0 
which $% WP is a summary of rotational symmetric terms. 
Because of the orthogonality of trigonometric functions, the 
non-N-order terms k= N are eliminated. After averaging the 
six-angle measurement results, the averaging wave front from 
Equations (4), (5) and (6) is 


oo 
Wi = EK 4 Mo 4+ S aa (7) 
j=l 
in which wi is the calculated result of the averaging. The 
machined surface profile M and the term E can be calculated in 
contrary ways. The Mp + Loa terms cannot be 
eliminated by this method. If the rotated component is E, the 
EP? + Dee n terms cannot be eliminated. Equation (7) is 
changed to Equation (8): 


le.¢) 
Wi = Mi + EP +Y Ef, (8) 

j=l 
The number of rotations and the calculating methods were 
researched as follows. As shown in Figure S(a), at the 
beginning of the precise iterative stage, the N-angle averaging 
result by single measurement data is simulated. According to a 
principle is similar to that of Equations (7) and (8), the N-angle 

averaging result Tavg—y can be expressed as 


o0 Cc 
Te = E? + > EEN‘ + MP + SEM, (9) 
j=1 j=1 

In machining and rotational measurement, the difference 
between the calculated machined surface profile and the actual 
result M contains either the first two terms or the last two terms 
of Equation (9). The angular order of the term increases with 
the rotation number in Equation (9). Thus, the remaining 
accumulation of Nx times angular-order terms can be derived 
from the comparison between different numbers of rotations 
(N-angle averaging). 

In order to calculate the machined surface profile, there are 
two different methods, as shown in Figure 5(c). The first 
method is to rotate the measurement wavefronts to the same 
angular position and average them. The second method is to 
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Figure 5. The figure assumes that the green arrow represents system errors and the blue arrow represents the machined surface profile. (a) By averaging the results of 
multiple rotations of a single measurement, the rms relation of the Nth term errors in the measurement is obtained, which provides a reference for the rotational 
measurement times. (b) The rotational measurement method is to rotate the machined surface profile (blue arrow) through six equal angles in practice, using the six 
results to obtain the machined surface profile with two calculation methods. (c) Two calculation methods: The ME method is which first calculates the machined 
surface profile and the EM method which first calculates the system errors. 


difference between the two methods is that the residual terms to 
be solved are, respectively, (Mem)? + EX (Mew and 
(Eme)? + E2 (Eve) . The original results of each mea- 
surement are W;, where i (i=0, 1, 2, 3, 4, 5) labels the 
measurement sequence and a subscript designates the 


calculate the system errors by averaging the wave front directly 
and then subtracting this error from the measured wave front to 
obtain the machined surface profile. We call the first method 
the ME method, and the second method the EM method. When 
the machined surface profile is close to the system errors. The 
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the machined surface Myjp- 


calculation method—1.e., [W]gem means the EM method, and 


the square bracket means that several results are included. 
The EM method is shown as the left side of Figure 6: the 
initial measurement results [W]em at the six equally divided 


angles are rotated to the same marked position and averaged, 
which eliminates the additional wave front errors in the test 
results and leaving only the N order terms and the rotational 
symmetric terms. The image alignment of the calculation 
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Figure 7. Schematic of the calculation of the 6 x (2j — 1) order rotational terms. The process begins with a 12-angle rotational measurement with a rotation angle of 
30° per rotation. The calculation of the sixth order angular terms is performed by subtracting the average results of the 6-time (obtained by taking the average of six 
rotations derived from the 12 rotations) and the 12-time rotational measurements, comparing the results in the ME method and the EM method. Then eliminating the 
rotational symmetric terms (k = 0). This allows for the separate determination of the 6 x (2j — 1) order rotational terms in two methods. 


process relies on the markers on the mirror. The system errors 


Egm and the machined surface profile Mém can be calculated Eme = Eile /6 
by: i=0 
=(Eme)i — | Ewe)? + >> (Ewe); °*’ J. (13) 
5 j=l 
Eem =| X [Wien |/6 . . . 
io To evaluate which of the two methods is better, separating 
aga higher-order angular terms for comparing the methods is 
= (Exm)i + (Mem); + SS Mev); i (10) necessary. The 12-angle rotational measurement is carried out 
j=l after the 6-angle rotational measurement, as shown in Figure 7, 
according to each of the two methods, and the calculated 
system errors of the EM method in the 6-angle rotational 
5 . . 
measurement can then be obtained (Equation (14) below): 
Mem = X IMilem /6 
i=0 11 
30 l Erm-12 =| X [W]em |/12 
= (Men); — | Mem} + X Meny” aD = N 
oh ae 
i =(Eem)i + (Mem)? + X) Meny” a9 
j=1 
The ME method: as shown in the left side of Figure 6. In this ’ 
method, the machined surface profile Mj,; and the system and the calculated machined surface profile of the ME method 
errors Eme can be calculated by: in the 12-angle rotational measurement can then be obtained 
(Equation (15) below): 
1 2 1 11 
Mw =| X [Wilme |/6 Mwe- 12 =| X) [Wve |/12 
i=0 i=0 
=(Mue)i + (Eme) + (Eme) o*! (12) = (Mme)} + (Eme)? + X (Eme) Y. 15) 
j=l j=l 
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Figure 8. Approximation of the sixth-order rotational term for (a) machined surface profile and (b) system errors. These also represent the sixth order rotational term of 


the EM and ME methods, respectively. 


The calculated machined surface profile and system errors 
between the 6-angle and 12-angle rotational measurements give 
the 6 x (2j — 1) order rotational terms without the rotational 
symmetric terms. The summary of 6 x (2j/ — 1) order 
rotational terms of the machined surface profile is expressed by 
Equation (16) below, which is the difference between 
Equations (10) and (14). The summary of 6 x (27 — 1) order 
rotational terms of system errors is expressed by Equation (17) 
below, which is the difference between Equations (12) and (15) 


fo ¢) 
(Mem)?! ~ X (Mem) * O 
j=l 


[0.0] 
(Eme)! ~ Y (Eme) * 0., 
j=l 


(16) 


(17) 


As approximations, these equations can be considered to 
mainly reveal the error contained in the sixth order angular 
terms (the 18th order angular terms and the higher order 
angular terms are negligible). After the above calculations, the 
sixth order angular terms can be obtained to evaluate the ME 
and EM methods. Figure 8(a) shows (Memi for 
Equation (16), and Figure 8(b) shows (Eme) S for 
Equation (17). The machined surface profile error (rms 
2.89 nm) is obviously larger than the system errors. Thus, the 
ME method can provide a more accurate surface profile than 
the EM method. Accordingly, the calculated result of the ME 
method by the 12-angle rotational measurement was used to 
compensate the surface profile. 

The relationship between the number of measurements and 
the machined surface profile in multiple rotational measure- 
ments is shown in Figure 9. The results of different rotation 
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Figure 9. The machined surface profile and system errors as functions of the 
number of measurements with the ME method. 


times indicate that the 6-time rotational measurement can 
provide a good enough result, so that a higher-number rotation 
time is not necessary. 


4. Discussion of Experiments and Results 


4.1. Null Compensator 


The null compensator is finished in an iterative process with 
rotational measurements to obtain a final surface profile. 
Figure 10 shows the final two surface profiles of the 
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Figure 10. (a) The front and (b) back surface profiles of the compensator before and after IBF. 


compensator after iterative IBF. The front (Figure 11(a)) and 
back (Figure 11(b)) initial surface-profile rms values of the 
compensator are, respectively, 63.18 nm and 41.23 nm, after 
the figuring of the surface profiles reduces the error to 3.84 nm 
and 4.29 nm. 


4.2. Hyperboloidal Concave Mirror 


Before performing null compensation, the initial surface of 
the hyperboloidal concave mirror should be machined by IBF 
to meet the requirements of the null test range. IBF results are 
shown in Figure 11. The surface profile of the closest spherical 
surface reduces from an initial surface of 326.86nm rms to 
45.57nm rms. After the surface profile is close to that of a 
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sphere, the aspheric surface measurement, as shown in 
Figure 3, is conducted by using the null compensator. 

The aspherization process can be divided into two stages, as 
shown in Figure 12. First is a preliminary iterative stage. Here, 
the main figuring is focused on the aspherical surface deviation 
errors based on the closest spherical surface. When the surface 
profile error is figured for a long time, the ion-beam footprint 
variation due to the heating effect significantly reduces the 
surface profile accuracy. The surface profile error value of 
the hyperboloidal concave mirror is about 2 um PV, and the 
surface profile slope at the edges exceeds the axis acceleration 
limitation of the IBF. Thus, the whole etching process can be 
divided into eight cycles. After the preliminary iterative stage, 
the surface profile is 41.67 nm rms. The rotation number during 
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Figure 11. The closest spherical surface figuring of the primary mirror. 
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Figure 12. The aspherization process of a hyperboloidal concave mirror. The initial aspherical profile reduces from 502.60 nm rms to 41.67 nm rms in a preliminary 
iterative stage and the surface profile reduces to 8.27 nm rms by the rotational measurement in a precise iterative stage. 


the rotation measurement should be confirmed after the rough 
iterative stage. Second is the precise iteration: After determin- 
ing the 6-angle rotational measurement to be performed, the 
precise iterative stage is performed, based on iterative figuring 
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and the results of the 6-angle rotational measurement. After two 
cycles of iterative figuring, the surface profile finally reaches 
8.27 nm rms. As shown in Figure 12, the machined surface 
remains some mid-frequency errors after several rotational 
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Figure 13. (a) The AFM test result of the hyperboloidal concave mirror before IBF, the roughness is 0.799 nm, and the test is performed at the edge of the mirror; (b) 
The AFM test result of the hyperboloidal concave mirror after IBF, the roughness is 0.160 nm, and the test is performed at the edge of the mirror; (c) The roughness 
change with removal depth; (d) The roughness change with angle; (e) When the surface profile error is converted into a removal amount, a base etching was added; (f) 
The minimum total removal is larger than | ym. 
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measurements and iterative figuring. The surface roughness is 
measured by using Bruker AFM, and the measurement range is 
5 x 5ym. The roughness before and after IBF are shown in 
Figure 13. Many scratches can be observed from the 
measurement result after CMP takes place as shown in 
Figure 13(a), and the surface roughness is rms 0.799 nm. After 
IBF, the surface roughness has significantly diminished to rms 
0.160 nm (Figure 13(b)). In previous research (Chkhalo et al. 
2016), they found that when fused quartz was subjected to ion 
beam etching under an accelerating voltage ranging from 500 
to 1500eV, and the effective roughness was improved. 
Furthermore, this improvement in roughness was observed to 
persist even when the ion beam had a low incidence angle 
(<30°) of incidence on the sample surface (Figure 13(c)). An 
increase in etching depth was also found to optimize roughness 
as shown in Figure 13(d). Our experiments involving relatively 
maximum angle (<8°) and deep etchings (>l jm) also 
satisfied this optimization criterion in the study, because in ion 
beam processing, we added a 200 nm base etching for each 
etching cycle to keep the roughness smooth, as shown in 
Figures 13(e) and (f). 


5. Conclusion 


This paper describes hyperboloidal concave mirror fabrica- 
tion and measurement of an extreme-ultraviolet telescope. The 
direct IBF method and the rotational compensation method 
were both used to improve the surface figure and diminish the 
roughness. By measuring the single surface figure, the 
averaging results at different rotation angles were used to 
evaluate the rotational measurement times. The rotational 
measurement method can greatly reduce the system errors; it 
balances efficiency and accuracy before the high-precision 
stage. The ME and EM methods of rotational measurement 
were analyzed, and the ME method was found to yield a more 
accurate calculated machined surface. In our experiment, the 
spherical surface profile of a null compensator reached to 4 nm 
rms. Combining rotational measurement and iterative figuring, 
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the hyperboloidal concave mirror surface profile was modified 
from 326.86 nm rms to 8.27 nm rms. The roughness has also 
been diminished from 0.799 nm rms to 0.160 nm rms. 
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